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Scheme | Occult blood in feces 2024 .1
Period @ January 1, 2024 - March 31, 2024
Report for
Subscriptions | 76

Supervision and
report authorisation

dr. H. van der Vuurst (Codrdinator)
reachable at office@skml.nl

Reference

MUSE manual and Analyte specifications

On the SKML website you will find the MUSE manual and an overview of all
analytes of all schemes. For each analyte the overview shows the source of the
target value, the tolerance and what it is based on. The type of material and the
specification of the commutability, homogeneity and stability have been included
as well. Older versions of these documents are available upon request.

reported

Qualitative
Comments

100%

Monsters zijn gespiked met: 80 (2024.1A), 99,6 (2024.1B), 0 (2024.1C), 300 (2024.1D), 1200 (2024.1E), 0 (2024.1F) ug Hb/L.

This scheme falls within the scope of accreditation of the SKML according to ISO/IEC 17043:2010 with registration number R023 at the Dutch
Accreditation Council. Outsourced activities: sample preparation. Confidentiality and contact details: see GT&C or Contact at www.skml.nl.


http://www.skml.nl/muse-manual.pdf
http://www.skml.nl/skml-analyte-specifications.xlsx
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Unit Trueness Precision Performance
Analyte your mean ref. cons. SDbl your SD SDwl this survey PS cumulative PSc
Hb in feces ug/L 341 307 79 17 31 || o= ] | o= ]
Qualitative scores
This survey Cumulative
Analyte correct incorrect total pictogram correct incorrect total pictogram

Hb in feces (qual.) 6 0 6 [ITITT 6 0 6 11T
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Hb in feces units : ug/L
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500_ Trueness +11% +9.1%
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300 Outliers 0 0

200 H Sigma-TE
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I cons. meth. ALTM  lab cons. meth. ALTM  lab | cons. meth. ALTM  lab cons. meth. ALTM  lab
mean 53 53 60 52.1 74 717 mean 14 14 0 <15 198 198 | 214 224.8
SD 4 4 16 23 SD 7 14 14 34
n 6 6 17 8 21 n 1 1 11 7 7 20
no 2 2 6 0 6 no 0 0 1 0 0 7
rec. 98% 98%  87% . 108% 108% | 97% rec. ) 114% 114% 105%
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2
’ <350 500 650 800 950 unoo 1325 1550 1775 ° 012345678 9u1gl/]L 12 14 16 18 220
cons. meth. ALTM  lab cons. meth. ALTM  lab
mean 817 817 | 775 909.4 mean 14 14 0 <15
SD 137 137 | 181 SD 4
n 7 7 17 n 1 1 12
no 0 0 4 no 0 0 2
rec. 111% 111% 117% rec.
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Hb in feces (qual.) units : qualit.
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. Standard Diagnostics | D Manual | . CerTest FOB one step card
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Time plots
| Hb in feces ug/L |

External

35
30
25
20
15
10
0.5
0.0
-0.5°
1.0
15
2.0
2.5
3.0
57 T T 1
14-2023 182023 1-12:2023 142024

Difference [SDsa]




