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ABSTRACT

Background: There is a wide practice variation of used methods and outcomes in IUI in fertility laboratories. Standardization of
the TUT procedure is important for reducing inconsistency among laboratories in counseling infertile couples and in pregnancy
results. The aim of the study was to evaluate the currently used laboratory procedures of IUI in Dutch fertility laboratories and their
effect on IUT pregnancy results. Additionally, the methods for semen analysis (SA) were evaluated, as SA is related to IUI in terms of
inseminated sperm number and IUI counseling.

Material and Methods: This questionnaire survey study was sent to laboratories participating in the Dutch external quality control
program for semen analysis (SKML) and consisted of 46 questions concerning laboratory management, methods for semen analysis
and IUI, and clinical results. The results were analyzed using univariable and multivariable logistic regression models.

Results: A total of 52 laboratories (out of 99) provided information on used methodologies for SA or laboratory procedures of IUI
and the organization of the laboratory. A wide variability was confirmed in used methods for both SA and IUI. Evaluation of preg-
nancy results obtained during 3 years (2013-2015) showed that specific used laboratory methods have a significant effect on the
probability of becoming pregnant.

Discussion and conclusion: Important to remark is that in this survey study cycle-specific data, including variables of the individ-
ual couples (age, stimulation protocol, etc), were not included and may have effects on the results. The reported results provide an
overview of the current practice performance; however, the organization of fertility laboratories is changing rapidly. The use of stan-
dardized methods in IUI is important for optimizing the performance of care and improving pregnancy results. The knowledge on
used procedures, however, is limited, and further research on factors involving SA and the IUI procedure is necessary.

INTRODUCTION

Intrauterine insemination (IUI) is a commonly used proce-
dure, conducted in many fertility clinics around the world (Cal-
haz-Jorge et al., 2016; Dyer et al, 2016). The results of the
treatment are dependent on many factors, such as female and
male age, female factors, semen quality, and treatment type
(e.g., natural vs. stimulated cycle, type of ovulation induction,
and timing of the insemination). The best indications for IUI are
moderate male factor and unexplained infertility (Ombelet,
2013), with especially tubal factor infertility as contra-indication.
Moreover, mild ovarian stimulation generally leads to better
results than natural cycle IUI, thereby having a higher risk for
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multiple pregnancies (Guzick et al., 1999; Thijssen et al., 2017).
With respect to the effect of semen factors on IUI, studies report
contradictive conclusions. Many authors report a minimum
required motile sperm count (TMC) for effective IUI; however,
there is no consensus about the exact value of this minimum
(Tomlinson et al., 2013). Next, to this minimum TMC, a maxi-
mum is reported in two studies (Lemmens et al., 2016; Thijssen
et al., 2017). Also, the impact of sperm morphology for success-
ful TUT is under discussion. Although some groups report a cer-
tain impact of sperm morphology on the results of IUI, in a
recent review, it was concluded that it has a very poor clinical
impact both in diagnostics and in prediction of pregnancy after
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ART (Gatimel et al., 2017b). One possibility to explain the differ-
ences in outcome of these sperm counts is laid in the variation
in practice of semen analysis (SA) by laboratories (Tomlinson
et al., 2013; Gatimel et al., 2017b).

A same type of laboratory practice variation might be the ori-
gin of different pregnancy results after IUI. Despite the fact that
there is a recommendation for both SA and sperm preparation
for TUT (WHO 2010), a recent literature review showed that the
recommended methods for sperm preparation are characterized
by a low level of evidence, insufficient literature, and controver-
sial results (Lemmens et al., 2017). On the other hand, from this
literature review, some tentative conclusions could be made for
an optimal procedure.

An overview of guideline adherence by laboratories of the
technical stage of IUI is missing in the literature. Based on the
results of an earlier survey (not published), we expect many vari-
ation, despite the fact that many laboratories introduced the ISO
15189 medical laboratory standard and besides an improved ver-
sion of the WHO manual (World Health Organization, 2010). As
in the clinical part of IUI, where optimal guideline adherence
was reported to have important economical benefits (Haagen
et al., 2013), this interlaboratory variation is undesirable. On the
other hand, coupling this variation in laboratory methods to IUI
pregnancy rates may provide more evidence with respect to the
optimum procedure as extracted from the literature (Lemmens
et al., 2017).

Therefore, the objective of this study was to survey the differ-
ent laboratory IUI procedures, to associate these methods with
IUI pregnancy results and to compare these outcomes with the
conclusions of the literature review. As SA results are an impor-
tant factor for IUI counseling (Ombelet ef al., 2014; Lemmens
et al., 2016; Thijssen et al., 2017), we also investigated the meth-
ods used for SA. It is highlighted that the study is a laboratory
survey and is not including individual patient data that can
influence the pregnancy results of IUI. Moreover, the study was
limited to the situation in Dutch fertility laboratories. As SA and
IUI are performed on large scale in the Netherlands and the fore-
seen variation is high, a sanguine outcome can be expected,
informative for other countries as well.

MATERIALS AND METHODS

About hundred Dutch fertility laboratories participating in the
regular external quality control program for SA were invited for
this questionnaire survey study. In the Netherlands, the Dutch
Foundation for Quality Assessment in Medical Laboratories
(SKML) is a non-profit organization that organizes the external
quality control of most Dutch laboratories performing SA.

An invitation for the survey study was sent by e-mail to the
laboratories, together with the weblink of the electronic ques-
tionnaire (SurveyMonkey®). One reminder was sent 2 weeks
later. The responses were received in May and June 2016.

Questionnaire development

The questionnaire was developed based on previous survey
studies (Helmerhorst et al., 1995; Ombelet et al., 1997; Souter
et al., 1997; Keel et al., 2002; Riddell et al., 2005), our literature
study (Lemmens et al., 2017), and input of an expert panel. The
questionnaire consisted of 46 questions. Most questions were
closed-ended, and open-ended questions were used when the
respondents should present quantitative data.
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The questionnaire was constructed in Dutch and was
designed to obtain information on the used methodologies of
SA and IUL In part A, the type of laboratory, quality manage-
ment system, and staff on the laboratory were questioned. Part
B consisted of questions about the technical performance of
SA (i.e., assessment of concentration, morphology, and motil-
ity assessment) and the laboratory procedures of IUI (e.g.,
advised ejaculatory abstinence, semen collection place, and
temperature during centrifugation/storage). In part C, partici-
pants were requested to present their data on IUI ongoing
pregnancy (fetal heartbeat after 12 weeks of gestation) results
in the period 2013-2015.

Statistical analyses

The results are presented as counts and percentages. The
probability to become pregnant was modeled with logistic
regression models, using the reported pregnancy results of 2013—
2015. The dependent variable was pregnancy outcome (yes/no).
The independent variables were semen collection place (at
home or both in the clinic or at home), semen preparation tech-
nique (density gradient centrifugation, washing, swim-up, or
swim-down), washing medium (HEPES or bicarbonate), temper-
ature during storage (room temperature, body temperature, or
no storage), method of timing IUI (hCG administration, LH
surge, ultrasound, or a combination of these), and bed rest after
insemination (direct mobilization or bed rest). The selection of
independent variables was based on our literature review study
(Lemmens et al., 2017). First, univariable logistic regression
models were fitted. The statistically significant independent vari-
ables were included in a multivariable logistic regression analy-
sis with forward selection based on the Wald test for selecting a
set of variables predicting the probability to become pregnant
(based on o = 0.05). The crude odds ratios (ORs) with 95% confi-
dence intervals (CIs) based on the univariable logistic regression
model were estimated. The ORs with 95% CIs and the p-values
of this final multivariable model are presented. The statistical
analyses were performed using SPSS IBM Statistics 20.0 for Win-
dows (Chicago, IL, USA).

RESULTS

Ninety-nine laboratories were invited for this study. A total of
52 questionnaires were received on SurveyMonkey® (response
rate of 52.5%). Of these respondents, 49 completed the SA part
and 48 the IUI part of the questionnaire. Pregnancy results were
reported by 35 (2014/2015) or 36 (2013) laboratories.

Organization of the participating clinics

Most of the respondents characterized their laboratory as a
clinical chemistry laboratory (73.1%), others as specialized fertil-
ity/embryology (15.4%), clinical microbiology (5.8%), or clinical
pathology (5.8%) laboratories. Of the clinical chemistry laborato-
ries, two indicated that their fertility procedures were performed
at a separated, specialized fertility setting. A total of 536 labora-
tory technicians were involved in performing SA and 549 in per-
forming sperm processing for IUI. On average, the mean
number of IUI treatments per technician is 40 a year. Of the total
group of employees responsible for performing SA and/or semen
processing for IUI, nine (1.6%) were qualified clinical embryolo-
gists, four (0.7%) possessed another (post-) master’s degree, 395
(68.6%) possessed a higher professional education, 166 (28.8%)
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intermediate vocational education, and two (0.3%) had other
degrees.

An interdisciplinary meeting with the department of gynecol-
ogy was organized once a year in 23.1% of the laboratories, twice
ayear in 21.2%, three or four times a year in 9.6%, and more than
four times a year in 20.9% of the laboratories. One-quarter of the
participating laboratories indicated that such meeting did not
take place at their clinic. Couples are treated following clinical
IUI protocols with either a natural or stimulated cycle in most
laboratories (93.8%). Couples in the remaining three clinics were
offered only stimulated IUI cycles.

About 60% of the laboratories stated that they perform an
internal quality control program, where most of these programs
(74.2%) included a component specified to SA. All included labo-
ratories were accredited according to the ISO 15189 or similar.

Semen analysis

A total of 49 laboratories responded to the subset of questions
about SA methodologies, one reaction was incomplete. For SA,
the World Health Organization, 2010 reference values were most
frequently used (75.5% of the laboratories), followed by the
WHO 1999 reference values (20.4%). One laboratory combined
the reference values of the World Health Organization, 2010 and
a Dutch directive (KLEM/NVKC 2011).

The reported methodologies for SA are summarized in
Table 1. Recommendations of the WHO guideline on SA proce-
dures are followed by a limited number of laboratories: Sperm
concentration is determined using the improved Neubauer
hemocytometer in 55.1% of the laboratories. With respect to
sperm motility, about 40% of the laboratories use the WHO 1999
criteria (i.e., rapidly progressive, slowly progressive, non-pro-
gressive, and immotile), which is recommended by the ESHRE
Special Interest Group Andrology in their Basic Course on

Table 1 Description of the used methods during semen analysis in the par-
ticipating laboratories

Characteristic Total group SA (n = 49)

n (%)
Concentration
Counting chamber
Improved Neubauer 27 (55.1)
Makler 7(14.3)
CellVision 5(10.2)
Burker Tiirk 4(8.2)
Leja 4(8.2)
SQA-V 2(4.1)
Motility
Guideline criteria
World Health Organization (2010) 29 (59.2)
WHO (1999) 19 (38.8)
Missing 1(2.0)
Temperature during assessment
Body temperature 39 (79.6)
Room temperature 9(18.4)
Missing 1(2.0)
Morphology (n = 25)
Staining method
DiffQuik 12 (48.0)
Giemsa 4(16.0)
Papanicolaou 2(8.0)
Other 6(24.0)
Missing 1(4.0)
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Semen Analysis (Barratt et al.,, 2011). Moreover, participants of
this course are instructed to assess sperm motility at body tem-
perature. This is followed by 80% of the laboratories, in most
cases using a microscope stage heater (92.3%). Sperm morphol-
ogy assessment seems to be considered of limited interest,
because only a small majority of the laboratories (n = 25) per-
formed this test during routine SA. Only two laboratories assess
sperm morphology using the Papanicolaou stain.

Laboratory procedures of Ul

Of the total group of respondents, 48 (92.3%) laboratories per-
formed semen processing for IUI treatment. The majority of
these performed semen processing on 6 days (41.7%) or 7 days
(50.0%) a week, with no difference in clinical outcome. The used
laboratory procedures of IUI are summarized in Table 2. The
majority of the laboratories (72.9%) offered the couples the
opportunity to collect semen both in the clinic and at home. In
these clinics, semen collection usually took place at home in 25
laboratories (71.4%), at the clinic in 25.7% and only one labora-
tory stated that collection took place in both options at a

Table 2 Description of the used laboratory procedures of [Ul in the partici-
pating laboratories

Characteristic Total group Ul (n = 48)
n (%)
Semen collection
Semen collection place
At the clinic 1(2.1)
At home 12 (25.0)
Both 35(72.9)
Recommended ejaculatory abstinence
2-7 days 15(31.3)
2 days 9(18.8)
3 days 9(18.8)
2-5 days 3(6.3)
5-7 days 3(6.3)
Other 9(18.8)
Semen processing
Semen preparation technique
Density gradient centrifugation 43 (89.6)
Washing 3(6.3)
Swim-up 1(2.1)
Swim-down 1(2.1)
Temperature during centrifugation
Room temperature 48 (100.0)
Body temperature 0(0.0)
Washing medium
HEPES 37(77.1)
Bicarbonate 8(16.7)
Missing 3(6.3)
Temperature during storage
Room temperature 30 (62.5)
Body temperature 11(22.9)
No storage 4(8.3)
Missing 3(6.3)
Insemination
Method of timing 1UI
hCG administration 16 (33.3)
LH surge 3(6.3)
Ultrasound 3(6.3)
Combination* 22 (45.8)
Missing 4(8.3)
Bed rest after insemination
Direct mobilization 9(18.8)
Bed rest 36 (75.0)
Missing 3(6.3)

SA, semen analysis; WHO, World Health Organization.
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*Combination of two or more timing methods.
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comparable frequency. Moreover, 31.3% of the participating lab-
oratories advised an ejaculatory abstinence period of 2-7 days
before semen collection (WHO recommendation for SA). Other
advised ejaculatory abstinence periods were 2 days (18.8%),
3 days (18.8%), 2-5 days (6.3%), or 5-7 days (6.3%).

Most of the respondents (89.6%) reported routinely using den-
sity gradient centrifugation as semen preparation technique, fol-
lowed by conventional washing (6.3%). The used density
gradients were PureSperm" (Nidacon, Gothenburg, Sweden) in
23.3% of the laboratories, SilSelect® (FertiPro, Beernem, Bel-
gium) in 65.1% of the laboratories and other, less common gradi-
ents (ie, SpermGrad®, SpermPrep®, SupraSperm®, and
SpermTec®) in 11.6% of the laboratories. The density gradients
were used in a single layer (30.2%) or a double layer (69.8%).

All respondents centrifuged the semen samples at room tem-
perature. HEPES-buffered wash media (zwitterion-buffered)
were commonly used and, pending insemination, the samples
were stored at room temperature in 62.5% of the laboratories.
Most laboratories reported a combination of methods for timing
the moment of IUI (i.e., hCG administration, LH surge, or ultra-
sound). The reported time intervals between ovulation induction
and insemination ranged between 8 and 48 h (median 36 h).
After insemination, patients were asked to have bed rest for
10 min in one-quarter of the clinics, 10-15 min in 5.6%, and
15 min in 55.6% of the clinics, where others reported less com-
mon durations (i.e., 5, 20, or 30 min). In 18.8% of the clinics, no
bed rest was advised.

Pregnancy results

About 35 laboratories presented their data on the number of
performed SA, TUI cycles, and the pregnancy rates in 2013-2015.
Table 3 summarizes these data, together with the calculated
pregnancy rates per cycle. Overall, a total of 42,071 SA were per-
formed in these clinics in the period of 2013-2015. Moreover, a
total of 3734 ongoing pregnancies were reported in 42,613 IUI
cycles. Subsequently, the mean pregnancy rates per cycle were
9.4%, 9.6%, and 9.6%, respectively, in 2013, 2014, and 2015.
Regarding the organization of the participating laboratories, spe-
cialized laboratories (i.e., fertility/embryology) performed on
average more SAs (1171 vs. 346) and IUI treatments (763 vs. 286)
than other laboratories (i.e., clinical chemistry, microbiology,
and pathology), while pregnancy rates were comparable (9.4% in
specialized laboratories vs. 9.5% in others). This might indicate
that both types of laboratories use the same indications and/or
have the same variation in methods for IUI. Pregnancy rates
were significantly lower in clinics performing IUI 5 days a week,
while these were comparable in clinics with either a 6 or 7 days
service.

In Table 4, the crude ORs from the univariable and the multi-
variable logistic regression models are presented. The probabil-
ity to become pregnant was positively influenced by the use of a
HEPES-buffered washing medium compared to bicarbonate buf-
fer (p = 0.02) and by storage at room temperature compared to
storage at body temperature (p = 0.00). Higher pregnancy rates
were also obtained in clinics that give the possibility to collect
semen at home or in the clinic than in clinics that advice semen
collection at home only (OR = 0.71, 95% CI (0.59-0.87)). Wash-
only had a negative effect compared to density gradient centrifu-
gation (OR = 0.77, 95% CI (0.64-0.94)). Furthermore, the method
of timing IUI was an independent variable, with a lower
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probability in the group using hCG administration (OR = 0.80,
95% CI (0.73-0.87)). This model was based on data from 33,233
reported cycles in the participating laboratories; in the other
cycles were one or more variables missing.

DISCUSSION WITH CONCLUSIONS

As expected, this questionnaire survey study shows a wide
variability of used methods on fertility laboratories in the
Netherlands, especially for SA methods. With respect to IUI,
some of the laboratory variables have a significant impact on
reported pregnancy rates.

One possible explanation for the variation in methods may be
found in the fact that the presented data give us an overview of
the situation in 2016. Some of the respondents replied that the
used methods were recently changed or that changes are
planned in the near future due to re-organizations. This will
especially bias the impact of different laboratory procedures on
IUI outcome (Table 4), as the reported methods were not always
used during the total study period 2013-2015. The number of
laboratories performing SA in the Netherlands is changing,
mainly as a result of fusions of laboratories. This may lead to dif-
ferent points of view within the fused group of professionals.

In general, the measured variation is both alarming and inter-
esting. Alarming, because by absence of reference material, a
recommended and fully validated method is all we have. Using
other, non-validated methods adds to the uncertainty associated
with the quality of analysis and makes it inappropriate for labo-
ratories to use WHO reference values. So, the situation could
theoretically lead to inadequate patient selection for the differ-
ent treatments and so possibly to lower results of these treat-
ments. We have to be careful in this, because from this survey it
is not clear whether or not alternative methods are validated
against the WHO recommendations. Moreover, it should be
mentioned that SA not only contributes to predicting pregnancy
rates, but is also valuable in a wider andrological perspective: A
poor result from SA should be a starting point for further evalua-
tion of the man’s health, for example, by testicular ultrasound or
endocrine examination. The interesting part of the variation is
laid in the fact that all responding laboratories were accredited
according to ISO 15189 (or CCKL, a national erstwhile standard
similar to ISO) but that this is not a guarantee that they follow
the WHO recommendations. A possible explanation may be that
accrediting bodies do not refer to these recommendations as
they are no official standard (World Health Organization, 2010;
Bahadur et al., 2016b). A way to overcome this problem may be
to write an ISO standard for SA and/or by implementing a check-
list on SA by major scientific journals (Bjorndahl, 2016). On the
other hand, these ‘top-down’ strategies might not work as there
apparently is a kind of resistance to follow the present
recommendations.

This resistance arose from previous versions of the WHO man-
ual (WHO 1992, 1999) that were judged as incomplete and their
introduction did not result in the use of standardized materials
and methods among fertility laboratories for SA (Helmerhorst
et al., 1995; Ombelet et al., 1997; Souter et al., 1997; Keel et al.,
2002; Riddell et al., 2005) and IUI (Keel et al., 2002; Penn et al.,
2011). The most recent WHO manual can also be discussed,
especially with respect to agreeability of the procedures. It can
be expected that there is more willingness to implement recom-
mendations with a higher level of evidence and/or simplicity. A

© 2018 American Society of Andrology and European Academy of Andrology
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Table 3 Total number of performed semen
analyses and IUl cycles over the last years,
together with the Ul ongoing pregnancy results

ANDROLOGY

2013 2014 2015
Number of Nor % Number of Nor % Number of Nor %
laboratories laboratories laboratories
Semen analyses 28 14,394 30 13,924 30 13,753
1UI cycles 38 14,407 38 13,639 38 14,567
Ongoing pregnancies 36 1,312 35 1,189 35 1,233
PR per cycle (mean 36 9.4% 35 9.6% 35 9.6%
of labs)*
PR per cycle (overall)’ 36 9.1% 35 8.7% 35 8.4%

PR, pregnancy rate. *Sum of PRs per laboratory/number of laboratories. "Total number of pregnancies/total

number of cycles.

Table 4 The odds ratios of the laboratory pro-

cedures for the probability to become pregnant Characteristic Univariable Multivariable *
after an IUI treatment, based on the reported N N
ongoing pregnancy rates n OR (95% ClI) p-value OR (95% Cl) p-value
Semen collection place
At the clinic 0 -
At home 5381 0.89 (0.80-0.98) 0.02 0.71(0.59-0.87)  <0.001
Both 33,926  1.00 (Ref) 1.00
Semen preparation technique <0.001 <0.001
Density gradient centrifugation 34,395 1.00 (Ref) 1.00 (Ref)
Washing 2623  0.72(0.61-0.84)  <0.001 0.77 (0.64-0.94) 0.01
Swim-up 1020  1.13(0.92-1.39) 0.24 1.27 (1.03-1.57) 0.03
Swim-down 1269  1.05(0.87-1.27) 0.59 -
Washing medium
HEPES 30,838  1.00 (Ref) b3
Bicarbonate 6043  0.89(0.80-0.98) 0.02
Temperature during storage 0.01
Room temperature 29,205 1.00 (Ref) X
Body temperature 7128 0.86 (0.79-0.94) <0.001
No storage 1522 0.98 (0.82-1.17) 0.84
Method of timing 1UI <0.001 <0.001
hCG administration 14,651 0.85(0.79-0.91)  <0.001 0.8 (0.73-0.87) <0.001
LH surge 2094  0.98(0.84-1.14) 0.80 0.94 (0.81-1.10) 0.45
Ultrasound 738  0.63(0.47-0.85)  <0.001 0.85 (0.60-1.21) 0.37
Combination 18,868 1.00 (Ref) 1.00 (Ref)
Bed rest after insemination
Direct mobilization 14,305 1.00 (Ref) X
Bed rest 23,550  0.97(0.90-1.04) 0.37

OR, odds ratio; Cl, confidence interval; Ref, reference; —, no data to include; x, not included in the model. *AUC
of the model was 0.54 (95% Cl (0.53-0.55)), Nagelkerke R? < 0.001.

good example of this is the examination of sperm morphology.
In the Netherlands, this test is out of interest because gynecolo-
gists mainly use the validated Hunault model as predictive tool
for pregnancy (Hunault et al., 2004; van der Steeg et al., 2007).
In this model, sperm morphology is not included as a parameter
of relevance, which may lead to less willingness to perform the
test or to perform it accurately. The questionnaire results con-
firm this hypothesis: Only half of the laboratories perform sperm
morphology assessment of which only two use the Papanicolaou
stain, as described by the WHO. A similar result was found in
France (Gatimel et al., 2017a). The risk of not performing sperm
morphology assessment is complex to speculate about, as on the
one hand, one might miss specific severe abnormalities which
lead to infertility (e.g., globozoospermia, 100% short motile tails,
100% severe ERC, and 100% stress-induced elongated sperm
heads) and, on the other hand, a poor performance may lead to
unsuitability of the algorithm used for patient selection. With
respect to the first point, the dilemma is that the incidence of

© 2018 American Society of Andrology and European Academy of Andrology

these specific abnormalities is very low and therefore it will be
difficult to train and instruct standard laboratories on these
items.

Next to agreeability, also interpretation of the WHO recom-
mendations can be a source of variation. For example, the absti-
nence time for SA as advised by WHO (2-7 days) is used by
many laboratories also for IUI (Table 2). The WHO does, how-
ever, not give recommendations on this aspect for IUI, and
shorter intervals are probably more effective for this treatment
(Levitas et al., 2005, 2006; Bahadur et al., 2016a). The same is
true for semen collection at home. As the WHO manual states
that analysis should begin within one hour after ejaculation, this
may be interpreted that there is some freedom in the sampling
step. Some accreditation programs might see this as a high risk
for loss of process control.

Next to the laboratory aspects, IUI guideline adherence in clin-
ical studies was reported as far from optimal with a large vari-
ability between different hospitals (Haagen et al., 2010). Even
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the use of a professional-directed strategy and a multifaceted
patient- and professional-oriented strategy did not improve the
implementation of a set of clinical guideline recommendations
(Mourad et al.,, 2011). Like shortcomings in the performance of
SA, this could lead to a less careful inclusion of patients, thereby
decreasing the effectiveness of the treatment. So, with respect to
IUI guidelines, implementation on the laboratory and clinic
faces similar problems. Moreover, this questionnaire study
reported a limited number of team meetings with both clinic
and laboratory professionals. We think that these interdisci-
plinary meetings, where clinical results should be systematically
reviewed, are an important condition for best practice and qual-
ity improvement. A guideline combining both laboratory and
clinical procedures could be the solution to overcome these
problems. A first effort was made by reviewing the essential steps
for the laboratory stage of IUI, including the pre- and post-
laboratory processes (Lemmens et al., 2017), thereby overlap-
ping parts of the clinical process.

From our literature review (Lemmens et al., 2017), two con-
clusions could be drawn. First, most of the laboratory steps
were characterized by a low level of evidence and, second, if
evidence is available, guidelines do not always recommend
this best practice. Surprisingly, when comparing process vari-
ables from this questionnaire with the results of the literature
review (Lemmens et al., 2017), it was found that there was an
accordance of >75% on variables with the highest level of evi-
dence (level 1 evidence (NICE 2013)). On the other hand, how-
ever, the review study reported no superior method for the
variables which had significant influences on the probability
to become pregnant in this study. So, it seems that this simple
questionnaire study can further argue the results from the lit-
erature. This is interesting; however, caution is needed when
interpreting some of these results, as these were based on a
small group of fertility laboratories. For example, patients trea-
ted in clinics performing their IUI procedures during 5 days a
week had a statistically significant lower probability to become
pregnant (OR = 0.77, 95% CI (0.67-0.89)) compared to clinics
with a 7 days week schedule. The first group, however, con-
sists of only three laboratories. Another important remark is
that this study included clinic-specific data, while cycle-speci-
fic data, including variables of the individual couples (age,
stimulation protocol, etc.) would be more accurate. It may
seem, for instance, that semen collection at home was less
successful than for clinics allowing both home and clinic col-
lection. However, this association is not as per definition cau-
sal as patients were not allocated randomly to either situation.
Furthermore, the predictive power (area under the ROC curve)
of the final model was low (AUC = 0.54, 95% CI (0.53-0.55)).

Altogether, the different laboratory procedures for both SA
and IUI need more supporting evidence related to ‘best prac-
tice’, resulting in convincing guidelines which should be com-
bined with clinical guidelines. A first step to reach this goal
can be found in the most recent validation of the Hunault
model in which, next to sperm motility, also sperm morphol-
ogy and volume are included (Bensdorp et al., 2017). In fact,
this is a recognition of previous studies in which all semen
parameters were found to be relevant for predicting fertility
(Guzick et al., 2001; Jedrzejczak et al., 2008; Barratt et al., 2017)
and this could be a motivation for laboratories to follow the
guidelines and to improve their procedures. Furthermore, to
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constantly improve the guidelines, additional research is essen-
tial. The next step to evaluate the influences of laboratory pro-
cedures on pregnancy results is the use of well-designed,
multicenter controlled (retrospective or prospective) trials
using couple-specific data. Thereafter, an effort can be made
to optimize care by improving the implementation of best
practice in the IUI laboratory.

ACKNOWLEDGMENTS

This study was funded by the Dutch Foundation for Quality
Assessment in Medical Laboratories (SKML), Nijmegen, the
Netherlands, a non-profit organization for external quality con-
trol for medical laboratories. Next to the authors, this foundation
had no influences on the content of this study.

DISCLOSURES

S.K. and W.N. have nothing to disclose. C.B. and A.-W. are
members of the board of the SKML. With a grant from SKML,
L.L. was paid for her time to perform the research and write the
publication. D.B. received grants from Merck Serono, Ferring,
and MSD, outside the submitted work.

AUTHORS’ CONTRIBUTIONS

L.L, SXK., C.B., and A.W. developed the survey, collected data,
and wrote the manuscript. M.]. analyzed the pregnancy data sta-
tistically and critically reviewed the manuscript. W.N. and D.B.
contributed by helping with the development of the survey, the
interpretation of the data, and by critically reviewing the
manuscript.

REFERENCES

Bahadur G, Almossawi O, Zeirideen Zaid R, Ilahibuccus A, Al-Habib A,
Muneer A & Okolo S. (2016a) Semen characteristics in consecutive
ejaculates with short abstinence in subfertile males. Reprod Biomed
Online 32, 323-328.

Bahadur G, Homburg R, Muneer A, Racich P, Alangaden T, Al-Habib A &
Okolo S. (2016b) First line fertility treatment strategies regarding IUI
and IVF require clinical evidence. Hum Reprod 31, 1141-1146.

Barratt CLR, Bjorndahl L, Menkveld R & Mortimer D. (2011) ESHRE
special interest group for andrology basic semen analysis course: a
continued focus on accuracy, quality, efficiency and clinical relevance.
Hum Reprod 26, 3207-3212.

Barratt CLR, Bjorndahl L, De Jonge CJ, Lamb DJ, Osorio Martini F,
McLachlan R, Oates RD, van der Poel S, St John B, Sigman M, Sokol R
& Tournaye H. (2017) The diagnosis of male infertility: an analysis of
the evidence to support the development of global WHO guidance-
challenges and future research opportunities. Hum Reprod Update 23,
660-680.

Bensdorp AJ, van der Steeg JW, Steures P, Habbema JDF, Hompes PGA,
Bossuyt PMM, van der Veen F, Mol BW]J, Eijkemans MJC & Group Cs.
(2017) A revised prediction model for natural conception. Reprod
Biomed Online 34, 619-626.

Bjorndahl L, Barratt CL, Mortimer D & Jouannet P. (2016) ‘How to count
sperm properly’: checklist for acceptability of studies based on human
semen analysis. Hum Reprod 31, 227-232.

Calhaz-Jorge C, de Geyter C, Kupka MS, de Mouzon J, Erb K, Mocanu E,
Motrenko T, Scaravelli G, Wyns C, Goossens V & Embryology.
EIVFMCftESoHR. (2016) Assisted reproductive technology in Europe,
2012: results generated from European registers by ESHRE. Hum
Reprod 31, 1638-1652.

Dyer S, Chambers GM, de Mouzon J, Nygren KG, Zegers-Hochschild F,
Mansour R, Ishihara O, Banker M & Adamson GD. (2016) International

© 2018 American Society of Andrology and European Academy of Andrology

85U80|7 SUOWIWOD A0 3|cedldde aup Aq peusenob ae ssjoie YO ‘8sn Jo se|ni oy AriqiT8uljUO A8]IM U (SUOTPUOD-pUe-SLLIBYLI0D A8 | 1M Afe1q 1 BUI|UO//:SANY) SUOTIPUOD pUe SWe | 8L 885 *[9202/20/60] U0 A%iqi7aulluo AB[IM A’V L 1004oseboH sueny Aq 0TSZT JPUe/TTTT OT/I0P/WO0 A8 1M Aeiq 1 jeuluo//Sdiy Wwoiy pepeojumod ‘G ‘8T0Z ‘L262.702



LABORATORY PROCEDURES FOR Ul

committee for monitoring assisted reproductive technologies world
report: assisted reproductive technology 2008, 2009 and 2010. Hum
Reprod 31, 1588-1609.

Gatimel N, Moreau J, Parinaud J & Leandri RD. (2017a) Sperm
morphology: assessment, pathophysiology, clinical relevance, and
state of the art in 2017. Andrology 5, 845-862.

Gatimel N, Mansoux L, Moreau J, Parinaud J & Leandri RD. (2017b)
Continued existence of significant disparities in the technical practices
of sperm morphology assessment and the clinical implications: results
of a French questionnaire. Fertil Steril 107, 365-372. e363

Guzick DS, Carson SA, Coutifaris C, Overstreet JW, Factor-Litvak P,
Steinkampf MP, Hill JA, Mastroianni L, Buster JE, Nakajima ST, Vogel
DL & Canfield RE. (1999) Efficacy of superovulation and intrauterine
insemination in the treatment of infertility. National Cooperative
Reproductive Medicine Network. N Engl ] Med 340, 177-183.

Guzick DS, Overstreet JW, Factor-Litvak P, Brazil CK, Nakajima ST,
Coutifaris C, Carson SA, Cisneros P, Steinkampf MP, Hill JA, Xu D,
Vogel DL & National Cooperative Reproductive Medicine N. (2001)
Sperm morphology, motility, and concentration in fertile and infertile
men. N Engl ] Med 345, 1388-1393.

Haagen EC, Nelen WL, Grol RP, Braat DD, Hermens RP & Kremer JA.
(2010) Variation in guideline adherence in intrauterine insemination
care. Reprod Biomed Online 20, 533-542.

Haagen EC, Nelen WL, Adang EM, Grol RP, Hermens RP & Kremer JA.
(2013) Guideline adherence is worth the effort: a cost-effectiveness
analysis in intrauterine insemination care. Hum Reprod 28, 357-366.

Helmerhorst FM, Oei SG, Bloemenkamp KW & Keirse M]J. (1995)
Consistency and variation in fertility investigations in Europe. Hum
Reprod 10, 2027-2030.

Hunault CC, Habbema JD, Eijkemans M]J, Collins JA, Evers JL & te Velde
ER. (2004) Two new prediction rules for spontaneous pregnancy
leading to live birth among subfertile couples, based on the synthesis
of three previous models. Hum Reprod 19, 2019-2026.

Jedrzejczak P, Taszarek-Hauke G, Hauke J, Pawelczyk L & Duleba AJ.
(2008) Prediction of spontaneous conception based on semen
parameters. Int ] Androl 31, 499-507.

Keel BA, Stembridge TW, Pineda G & Serafy NT. (2002) Lack of
standardization in performance of the semen analysis among
laboratories in the United States. Fertil Steril 78, 603—-608.

KLEM/NVKC. Multidisciplinaire richtlijn Semenanalyse; 2011.

Lemmens L, Kos S, Beijer C, Brinkman JW, van der Horst FA, van
den Hoven L, Kieslinger DC, van Trooyen-van Vrouwerff NJ,
Wolthuis A, Hendriks JC, Wetzels AM & Semen Section of the
Dutch Foundation for Quality Assessment in Medical L (2016)
Predictive value of sperm morphology and progressively motile
sperm count for pregnancy outcomes in intrauterine insemination.
Fertil Steril 105, 1462-1468.

Lemmens L, Kos S, Beijer C, Braat DDM, Nelen W, Wetzels AMM &
Dutch Foundation for Quality Assessment in Medical L. (2017)
Techniques used for IUI: is it time for a change? Hum Reprod 32,
1835-1845.

Levitas E, Lunenfeld E, Weiss N, Friger M, Har-Vardi I, Koifman A &
Potashnik G. (2005) Relationship between the duration of sexual
abstinence and semen quality: analysis of 9,489 semen samples. Fertil
Steril 83, 1680-1686.

© 2018 American Society of Andrology and European Academy of Andrology

ANDROLOGY

Levitas E, Lunenfeld E, Weisz N, Friger M, Har-Vardi I & Potashnik G.
(2006) Relationship between sexual abstinence duration and the
acrosome index in teratozoospermic semen: analysis of 1800 semen
samples. Andrologia 38, 110-112.

Mourad SM, Hermens RPMG, Liefers J, Akkermans RP, Zielhuis GA,
Adang E, Grol RPTM, Nelen WLDM & Kremer JAM. (2011) A multi-
faceted strategy to improve the use of national fertility guidelines; a
cluster-randomized controlled trial. Hum Reprod 26, 817-826.

National Institute for Health and Clinical Excellence. (2013) Fertility:
Assessment and Treatment for People with Fertility Problems. NICE,
London.

Ombelet W. (2013) Evidence-based recommendations for IUI in daily
practice. Middle East Fert Soc J 18, 4.

Ombelet W, Pollet H, Bosmans E & Vereecken A. (1997) Results of a
questionnaire on sperm morphology assessment. Hum Reprod 12,
1015-1020.

Ombelet W, Dhont N, Thijssen A, Bosmans E & Kruger T. (2014) Semen
quality and prediction of IUI success in male subfertility: a systematic
review. Reprod Biomed Online 28, 300-309.

Penn HA, Windsperger A, Smith Z, Parekattil SJ, Kuang WW, Kolettis PN
& Nangia AK. (2011) National semen analysis reference range
reporting: adherence to the 1999 World Health Organization
guidelines 10 years later. Fertil Steril 95, 2320-2323.

Riddell D, Pacey A & Whittington K. (2005) Lack of compliance by UK
andrology laboratories with World Health Organization
recommendations for sperm morphology assessment. Hum Reprod 20,
3441-3445.

Souter VL, Irvine DS & Templeton AA. (1997) Laboratory
techniques for semen analysis: a Scottish survey. Health Bull (Edinb)
55, 140-149.

van der Steeg JW, Steures P, Eiilkemans MJC, Habbema JDF, Hompes
PGA, Broekmans FJ, van Dessel THJHM, Bossuyt PMM, van der Veen F
& Mol BWJ. (2007) Pregnancy is predictable: a large-scale prospective
external validation of the prediction of spontaneous pregnancy in
subfertile couples — Reply. Hum Reprod 22, 2345-2346.

Thijssen A, Creemers A, Van der Elst W, Creemers E, Vandormael E,
Dhont N & Ombelet W. (2017) Predictive value of different covariates
influencing pregnancy rate following intrauterine insemination with
homologous semen: a prospective cohort study. Reprod Biomed
Online 34, 463-472.

Tomlinson M, Lewis S, Morroll D & British Fertility S. (2013) Sperm
quality and its relationship to natural and assisted conception: British
Fertility Society guidelines for practice. Hum Fertil (Camb) 16, 175~
193.

WHO. (1992) WHO Laboratory Manual for the Examination of Human
Semen and Sperm-cervical Mucus Interaction, 3rd edn. Published on
behalf of the World Health Organization by Cambridge University
Press, Cambridge, England; New York, NY, USA.

WHO. (1999) WHO Laboratory Manual for the Examination of Human
Semen and Sperm-cervical Mucus Interaction, 4th edn. Published on
behalf of the World Health Organization by Cambridge University
Press, Cambridge, UK; New York, NY.

World Health Organization. Laboratory Manual for the Examination and
Processing of Human Semen, 5th edn. World Health Organization,
Geneva, 2010.

Andrology, 2018, 6, 707-713 713

85U80|7 SUOWIWOD A0 3|cedldde aup Aq peusenob ae ssjoie YO ‘8sn Jo se|ni oy AriqiT8uljUO A8]IM U (SUOTPUOD-pUe-SLLIBYLI0D A8 | 1M Afe1q 1 BUI|UO//:SANY) SUOTIPUOD pUe SWe | 8L 885 *[9202/20/60] U0 A%iqi7aulluo AB[IM A’V L 1004oseboH sueny Aq 0TSZT JPUe/TTTT OT/I0P/WO0 A8 1M Aeiq 1 jeuluo//Sdiy Wwoiy pepeojumod ‘G ‘8T0Z ‘L262.702



